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Introduction


Instrumentation on the 200L vessel, transfer line, and the valve box is altered from the original piping note. Some instrumentation near the 200L vessel (outside Lab A) is replaced with different part numbers and is itemized in the valve list. The bypass valve in the valvebox is removed.  The 65 foot triple jacket transfer line is replaced with a 20 foot single jacket transfer line. The 20ft transfer line contains a specialized end fitting for electrical isolation. All of the materials, and lines sizes are within the parameters of the original piping system engineering note. No changes to the MAWP or relief system are made.
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